
Test 1 SD Datalog with AHT10 and high humidity
First test for v4 board: Sensor board near bath slow filling with hot water (38C)

Sensor map

SHT2 SHT3 BME+ AHT1 HDCx SHT8

SHT25 SHT35 BME680 AHT10 HTU21d-3 BME680-2

SHT21 SHT35 BME680 AHT10 HTU21d-2 BME680-2

SHT21 SHT31-2 BME280 AHT10 HTU21d-2 SHT31-A

SHT21-c SHT31-2 BME280 AHT10 HTU21d SHT85

SHT21-c SHT31 BME280 AHT10 HTU21d SHT85

SHT20 SHT31 BME280-2 AHT10 HTU21d SHT85

SHT20 SHT30 BME280-2 AHT10 HTU21d SHT32-2

SHT20 SHT30 BME280-2 AHT10 HTU21d SHT32-2

Humidity



Temperature

Humidity log fragment



Temperature log fragment
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