
Test 1 v10b humidity absorber
Humidity
H_1B_009.CSV

Measurements for 19:00

Average measurements for 19:00

HIH7120 SHT85 AHT10 AHT20 AHT21 AHT25

21.76 22.44 21.19 22.59 18.25 26.30

Temperature
T_1B_009.CSV

Measurements for 19:00

https://wiki.liutyi.info/download/attachments/85426182/H_1B_009.CSV?version=1&modificationDate=1629822654916&api=v2
https://wiki.liutyi.info/display/ARDUINO/HIH7120
https://wiki.liutyi.info/display/ARDUINO/SHT85
https://wiki.liutyi.info/display/ARDUINO/AHT10
https://wiki.liutyi.info/display/ARDUINO/AHT20
https://wiki.liutyi.info/display/ARDUINO/AHT21
https://wiki.liutyi.info/display/ARDUINO/AHT25
https://wiki.liutyi.info/download/attachments/85426182/T_1B_009.CSV?version=1&modificationDate=1629822640714&api=v2


Average measurements for 19:00

HIH7120 SHT85 AHT10 AHT20 AHT21 AHT25

36.09 36.39 36.50 36.02 36.06 36.43

https://wiki.liutyi.info/display/ARDUINO/HIH7120
https://wiki.liutyi.info/display/ARDUINO/SHT85
https://wiki.liutyi.info/display/ARDUINO/AHT10
https://wiki.liutyi.info/display/ARDUINO/AHT20
https://wiki.liutyi.info/display/ARDUINO/AHT21
https://wiki.liutyi.info/display/ARDUINO/AHT25
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